.-.é;':"ﬁ'.;-, MISSOUR| DEPARTMENT OF HEALTH AND SENIOR SERVICES

TREN  STATE PUBLIC HEALTH LABORATORY
Q’& P ~ BREATH ALCOHOL PROGRAM - :
"&*‘\: DATAMASTER MAINTENANCE REPORT REPORT 46

LRECEIVED J
4

By Carol Day at 1:37 pm, Jan 16, 201.

Complste this repon at lhe lime of the regulsr monthiy preventive malntenance check (not to exceed 36 days).
Complals this reporl whenever the instrument Is serviced or repaired and whensver it is placed inlo service.
Retain tho origina) and scnd o ¢opy within 15 days o tho Breath Alcoho! Pragram, DHSS.

UATAMASTER SN NAME OF AQENCY DATE GP INSPECTION
201211 BELLA VILLA PD 01/14/2014
LGCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPEGTION
751 AVENUE H ST. LOUIS, MO 10:29 am

CHECKLIST: Place a mark in the box by each ilem il found lo be satisfactory or if operating within established limits. (Write in observed values
where determined.) Unmarked items mus! be corracted before using Instrument.

Y] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (frorn printouty 91/14/14 19:29 A
COMPUTER DETECTOR
I PrOGRAM FILTERS
HEATERS SAMPLE CHAMBER 49-C i quarTz STANDARD
] FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

7] INDICATOR LIGHTS

. Exp ATE 07/20/2015

SIMULATOR SOLUTION SuppLIER GUTH Lot # 13210
K] SIMULATOR TEMP (84°C + 0.2°C) 34.0 9C SIMULATOR $N 1095 EXP. DATE 02/04/2014

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standarg solution. All three lests must be within 5% of the standard value and musl have 2 spread of .005 or
tess. Mark the box corresponding to the standard solutlon being used. (PRINTQUT ATTACHED)

% 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.106% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1+ (g7 TEST 2 (008 TEST 3 = Qo8

E FERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

AEFUSALS 0  |(0-04) 0 {.05-.09) 0 (.10-.14) 0 (15-19) 0 OVER .19 0

LIST ANY NCW PARTD AND DOOCRIDR ANY ALTHRATION OA MOCOIFIGATION THAT WAS MADE TO NGETONE THE JHSTRUMENT TO OPENATE BATISFAGTORILY AND WITHIN ESTADLIBKED LIKITS
{u8€ OYHER 9IDE IF NECESTARY).

INSPECTING OFFICER 0 b i 4 ST

SIANATUR P05 PRINT FULL NAME

» g JONATHAN ZUCKERMAN

TYPEH PET NUMBER/EXFIRATION DATE THLEFHONE NUMBER

230045 03/11/2015 (314) 638.8840

RETUAN COMPLETED REPORT 7O THE: Breath Algonol Program, MO Depanment of Health and Senior Services, Soulheast Dlstrict Office
2875 Jarnas Blvd. .
Poplar Bluff, MO 63801

MO buo-1484 {2-08) AN EGATAL GPPORTURTARFIRMATIVE AGTION CHPLOYER .LAD-11G

sarvtad Poved (1 A OO ECrimatoy By
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Received


GUTH LABORATORIES, INC,

580 HORTH K78 STREET 9 HARRISBURG, PA 1411-4541 @ TELEPHONE: TI7-5545470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Randem Samples of Lot Number 13210 of
Alcohol Reference Solution for Simulater were analyzed by
gas chromatography on July 31, 2013, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1216% (w/vol)
ethyl alcohol. The expiration date for this lot
number is July 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of tocst interfering substances,

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

NIST Traceability!
Testing was conducted using Cerilliant Reference Standard lot number FN122211-02 whose

valugs are iraceable (¢ NIST.
All balances are callbrated annually by an outside agency using NIST traceabls weights.

Callbration verification is done prior to each use uiilizing NIST iraceable welghts.
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Face Thig Slde Down -~ This Edge In Fiest

'BAC DataMaster
1. :Evidence Ticket

STATE OF MISsOuR]

BAC DATANASTER SERIAL NUMBER 201211

@l-14-14

ARREST TIME: 135
SUBJECT NAIE:

ZUCKERMAN
DOk 82-03-85 SERE M
STRATE-D, L, 2 MO/ 122456732

RRRESTING OFFILER:
ZUCKERMAN
OFFIC&ER 1.D.t {815
TESTING OFF ICER:
ZUCKERMAN
OFFICER I.Dni 1645
PERMLY HMUMBER: 23004S
EXPIRATION LATEZ: 9211-13
MISCECLAREDUS DATAS
RE L OHECH

-—— BRERTH AMRLYEIS -—

~— THTERNAL STRMDARD
_RADIO ILTERSERENUE

BLAME TEXT . BE9 LT
YERIFIED 1947
(02
zmmmrﬁmmmmﬂwr Cf/

);;7“Hw,c,,g
Operator Signature
1S

Face This Slde Down — This Edge In First

BAC DataMaster
. Evidence Ticket

et g e
STATE . .

BAD DATAMASTEN 08714

- BIAGHOSTIC THEQH

COUrFUTER: Csy
FRUGKAM (B4-8y-crezat NEASE
MEATERS:
SHMPLE CHAMBER: adc
FLOW BETECTOR: TR
PUMP
Him4 SPEED: INF
LETECTOR: EIEN
FILTERS: QKA
QUARTZ STANDART: A
T ERLTERAT 10T STy

SR RTRR VLT

PURBEE CCamdy - L GIRIMEETER ) e TR
HIJKLMMOFRRSTIAMEY 20N ] Y ancasi g

piars busegz {1 F YT
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Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSCURI

BAC DATAMASTER SERIAL NUMBER 201211

0114514

TESTiMG OFFICER!
ZLICKERMAN
UFFICER I.0n: 16
FERMIT NUMBER: o38245
ESPIRATION DATE: ¥3-i
FISCELLANEOUS DRTAS

$od

P,
n

== SUPERVIZUR MODE -~

BLAMK TEST s
THTERNAL ETAHMDARD VERIFIEL
EATERMAL TTANDARD R
BLRHK TEST « 913
EXTLRMAL STAMLARD . 208
BLAMK TEST . B89
EXTERNAL STANIRRD .9eg
BLAMK TEXT . Boa

M =2

FIMe = o1

AYE. = 4576

530
| HE
16533
iv: 3R
19:32
19t 34
19234
18133

7
Operator Signature
-
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5 STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES .
BREATH ALGOHOL PROGRAM

PERMIT
TYPE Ii

JONATHAN PATTON ZUCKERMAN

is hereby authorized (o instruc! and supervise operators, train instructors, inspect, calibrate, perform field service and repairs,

and operale the following breath analyzer(s):
. DATAMASTER

for the determination of the alcoholic content of blood Haamw.m:.ﬁ_w of expired air. Pemmit issued under the provisions of sections
5§77.020 thraugh 577.041, RSMo and 306.111 through 305119 RSMo.

03/11/2013 LA Y\N

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 230045 E Cgﬁh\/vku\v\.u

DIRECTOR OF DEPARTMENT OF HEALTH AND SENYIR SERVICES
WO BT (51 . LAB (F5-10

DATE
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